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Option 1: Syringe (SYX045 )+ Sterimatic system (push fit sleeve) 
 
 
 
Syringe + Green sleeve (Push fit) + Stericap 
 
 
 
 
 
• Attach the needle. 
• Push the sleeve onto the syringe luer fitting. 
• Insert Stericap into sleeve and remove twist 

tab 
 
 
 
• Now inject as normal. 
• As the needle is inserted into the animal 

the sleeve retracts and the Stericap wipes 
the needle. 

• Deliver the dose. 
• As the needle is withdrawn it is 

automatically cleaned and protected. 
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Option 2: Syringe (SYX045) + Sterimatic system (Adapter (ANA012)  
+ Screw-fit sleeve) 
 
 
Syringe + Adapter +  
Green sleeve (Screw-fit) + Stericap 
 
 
 
 
 
• Remove the Luer-fitting from the syringe and attach 

the adapter and re-fit the luer-fitting. 
• Attach the needle. 

 
 
 
 
 

• Push the sleeve onto the syringe luer fitting. 
• Insert Stericap into sleeve and remove twist 

tab 
 
 
 
• Now inject as normal. 
• As the needle is inserted into the 

animal the sleeve retracts and the 
Stericap wipes the needle. 

• Deliver the dose. 
• As the needle is withdrawn it is automatically cleaned and protected. 

 
 
 
 
 
 
 
 
 


